Recruitment characteristics of nerve fascicles stimulated by a multi-groove electrode by Koole, Paul et al.
40 IEEE TRANSACTIONS ON REHABILITATION ENGINEERING, VOL. 5, NO. 1, MARCH 1997
Recruitment Characteristics of Nerve Fascicles
Stimulated by a Multigroove Electrode
Paul Koole, Jan Holsheimer, Johannes J. Struijk, and Anton J. Verloop
Abstract—The recruitment characteristics of fascicle-selective
nerve stimulation by a multigroove electrode have been inves-
tigated both theoretically and in acute experiments. A three-
dimensional (3-D) volume conductor model of fascicles in a
multigroove device and a model of myelinated nerve fiber stim-
ulation were used to calculate threshold stimuli of nerve fibers
in these fascicles. After their exposition, fascicles from rat sciatic
nerve were positioned in different grooves of appropriate sizes
and stimulated separately. The device appeared to be suitable for
fascicle-selective stimulation, because both computer simulations
and acute animal experiments showed that crosstalk between
neighboring fascicles is not a problem, even when monopolar
stimulation was used. The threshold stimulus was lower for
a small fascicle than for a large one. When the amount of
(conducting) medium between contact and perineurium or its
conductivity was reduced, threshold stimuli were lower. More-
over, simulations predict that the slopes of recruitment curves
are smaller and inverse recruitment order is less pronounced.
Simulations also showed that a small contact is preferable to a
large one, because a small contact gives a slightly smaller slope
of the recruitment curve. Both experimentally and theoretically
a significantly smaller slope of recruitment curves was obtained
by stimulation with a cathode and an anode at opposite sides of
the fascicle, driven by two current sources giving simultaneous
pulses with different, but linearly dependent amplitudes.
Index Terms—Electrical stimulation, fascicle stimulation, neu-
ral prostheses, nerve stimulation, recruitment.
I. INTRODUCTION
THE design of appropriate stimulating electrodes is animportant aspect in the development of systems for
functional electrical stimulation (FES). The goal of FES re-
search is the development of aids for brain or spinal cord
injured patients to regain functional use of paralyzed muscles.
Problems encountered by actual FES-systems are, for instance,
muscle fatiguability and lack of muscle selectivity [1]. These
problems cannot be solved when using surface electrodes,
because muscle selectivity of these electrodes is limited.
Therefore, several types of implantable electrodes have been
developed, e.g., intramuscular [2]–[4], epimysial [5], nerve
cuff [6], [7], epineural [8] and intraneural [9]–[12] electrodes.
Each type has its advantages and disadvantages depending on
the specific application. Much effort is still needed to improve
electrode-types or to develop new ones [13], [14].
In direct nerve stimulation one may take advantage of the
natural specificity of fascicles in peripheral nerves. Close to
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the spinal cord fascicles have a mixed composition with regard
to the muscles they innervate. However, toward the periphery
they fuse and divide repeatedly, resulting in a redistribution
of nerve fibers. Approaching nerve branching points, fascicles
become more specific for a group of muscles, a single muscle
or even part of a muscle [15]. It can be attractive to take
advantage of this anatomical subdivision of peripheral nerves
for selective stimulation of muscles [13], [16]. Surgically, it
will have some advantage to be able to position a number of
electrodes with different targets close together.
Extraneural electrodes can be used for fascicle-selective
stimulation to activate muscles or parts of muscles selectively
[6], [17]–[20]. It has been investigated how the degree of
selectivity depends on the geometries of the electrode contacts
of a multipolar cuff electrode [19]. Modeling studies of
extraneural stimulation [16], [17], [21] predicted that selective
stimulation is limited to fascicles lying superficially in the
nerve. A recent modeling study, however, indicated that fibers
far from the electrode can be activated selectively when fibers
close to the electrode are inactivated first by subthreshold
prepolarizing pulses [22].
An alternative is the development of electrodes closer to
the fascicles. In a multigroove electrode, as presented in this
paper, the various fascicles are placed in different grooves.
Selective stimulation of a fascicle using such a device is
not a problem, as will be shown in this paper. Similar to
selective stimulation in a nerve trunk by a multipolar cuff
electrode [19], the multigroove electrode offers opportunities
to influence the fascicle recruitment characteristics by the se-
lection of electrode contacts, contact dimensions and stimulus
parameters. The multigroove electrode resembles the book-
electrode developed by Brindley et al. for sacral anterior root
stimulation [23], [24], which, however, is much larger. The
groove diameters of the multigroove electrode approximately
fit the corresponding fascicles. The grooves can be considered
as flexible, open cuffs.
In this paper model calculations are presented which were
helpful in designing a prototype of a multigroove electrode
and in understanding its properties. Some preliminary results
have been published earlier [25]. Acute animal experiments
were done as a first step in evaluating the stimulation char-
acteristics of this electrode. Branches of the rat sciatic nerve
(the common peroneal nerve and tibial nerve) were stimulated,
whereas twitch forces of the extensor digitorum longus (EDL)
and triceps surae muscles were measured. No conclusions
about possible nerve damage can be drawn from the reported
experiments, because chronic experiments were not executed.
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(a)
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Fig. 1. (a) Multigroove electrode with electrical contacts (shaded) visible in
two grooves; connecting wires at back side. (b) Transverse view of the teflon
mold; plate (1), tube (2), cylinder (3), and small cylinders (4).
The effects of fascicle diameter, electrode contact size and
conductivity of the intermediate layer between contact and
fascicle on crosstalk between neighboring fascicles and their
recruitment characteristics were evaluated, using monopolar
cathodal stimulation. Furthermore, it was examined how re-
cruitment characteristics changed by the use of an extra,
independently controlled anode transversely opposite to the
stimulating cathode.
II. MATERIALS AND METHODS
A. Multigroove Electrode
A multigroove electrode consisting of four grooves, each
containing a single contact for monopolar stimulation, is
shown in Fig. 1(a). A nerve length of 10–15 mm has to be
dissected into its fascicles and each fascicle has to be placed in
a groove. The grooves have approximately the same diameters
as the fascicles, which is allowed when the device is made of
a flexible material.
In this study electrodes with only two grooves, being
sufficient to investigate the basic properties of the multigroove
electrode, were used.
Multigroove electrodes for the acute experiments of this
study were fabricated as follows. Flat contacts (90% Pt–10%
Ir, 0.1 mm thickness) were soldered with gold to 0.05 mm
Isonel insulated wires (90% Pt–10% Ir). The devices were
made in the following way, using a teflon mold. A teflon
cylinder (3 mm diameter), a teflon tube (7 mm inner diameter)
around it and small teflon cylinders (2 mm apart, fitting the
groove diameters) in between were fixed perpendicular to a
5 mm teflon plate [see transverse section in Fig. 1(b)]. The
space between the outer tube (2) and the inner cylinder (3)
of the mold was filled with silicone rubber (Dow Corning,
Silastic 734 RTV). After removing the teflon mold, most of
the silicone rubber aside the outer grooves was cut as indicated
by the dotted line in Fig. 1(b), whereas the length of the device
was made 5–8 mm and a cleft was cut on top of each groove.
Next, an insulated wire was pulled through a small hole, drilled
in the bottom of the groove, until the connected Pt-Ir contact
was at the bottom. Both contacts and connecting wires were
secured with silicone rubber, and the wires left the device as a
helical bundle. The dimensions of grooves and contacts used
in the experiments of this study are given below.
B. Nerve Stimulation Model
1) Volume-Conductor Model: A three-dimensional model
of the electrical tissue properties was used. It was composed
of 56 56 56 rectangular volume elements. A multigroove
electrode consisting of two grooves was modeled. Each groove
contained a fascicle surrounded by perineurial tissue
. Cross sections of some versions of the model, used for
different simulations, are shown in Fig. 2. The length ( -
direction) of the multigroove device was 8 mm. Next to
the ends of the grooves the device was replaced by surrounding
tissue . An intermediate layer was modeled between
the perineurium and the device. Two different conductivities
of the intermediate layer have been used, because in acute
experiments a well-conducting saline layer (Ringer solution)
will be present, whereas in chronic experiments a low-
conductivity layer of fibrous tissue will encapsulate the device
[26].
The potential distribution within the volume-conductor
model was calculated by solving the Laplace equation
numerically using red-black Gauss–Seidel iteration [27]. After
each half iteration step an overrelaxation factor of about 1.99
was used.
In most simulations, when small contacts of only a few
grid points were modeled, the contacts were defined as current
sources. Large contacts, however, would cause unequal poten-
tial values at the grid points of the contact. Therefore, large
contacts were defined by imposing a fixed potential at their
grid points (Dirichlet condition). Zero potential was imposed
at the surface of the model to represent the reference electrode.
To reduce the effect of the finite dimensions of the model, a
boundary layer (b) with a low conductivity was added, thus
imitating an increased distance to the reference electrode.
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Fig. 2. Cross sections of different volume conductor models (normal to
groove axes); electrode contacts represented by thick lines; for compartment
codes (b; d; f; i; p; s) see Table I and text: (a) Two fascicles with different
diameters; thickness of layer i: 50 m; contacts for the large and small fascicle
are 0.35 and 0.2 mm (x-direction) and 0.8 mm (z-direction). (b) Two identical
grooves and fascicles; thickness of layer i: 100 m; symmetrical contacts
(shown in left groove) are 0.7 (1), 2.1 (2), and 3.9 mm (3) wide and 0.8 mm
long (z-direction); for shape of contacts see also Fig. 5(a); boundary of the
model not shown. (c) Model for stimulation with two current sources; same
geometry as in b; cathode (c) and anode (a) are 0.5 mm (y-direction) and
0.8 mm (z-direction); wiring diagram shows two current sources connected
to anode, cathode and common reference (r) at model boundary.
The conductivities of the compartments of the model are
presented in Table I. The conductivity of the perineurium
was derived from Weerasuriya et al. [28], assuming a 40 m
thickness of the perineurium in their experiments. It has been
suggested that the thickness of the perineurium roughly equals
5% of the diameter of a fascicle [15, p. 41]. The thickness of
the modeled perineurium was too large in comparison with
TABLE I
CONDUCTIVITIES OF THE VOLUME CONDUCTOR MODEL COMPARTMENTS
the diameters of the fascicles. Therefore, the conductivity of
the perineurium, perpendicular to its surface, was increased
by a correction factor. The conductivity of the perineurium,
parallel to its surface, was reduced by the same factor. The
conductivities of the surrounding tissue and fibrous tissue
were given a value in the range of conductivities of muscle
tissue and epineurium [16], [29]. The insulating material of
the multigroove device was given a very low conductivity. A
further reduction of this conductivity by a factor of ten did not
affect the calculated potential distribution, indicating that the
chosen value was low enough for numerical representation of
an insulator.
2) Nerve Fiber Model: Nerve fiber excitation was modeled
using the network description of a myelinated nerve fiber in
an external electrical field as introduced by McNeal [30].
Monophasic, 60 s rectangular pulses were used and the
extracellular potentials at the nodes of Ranvier were de-
rived from the calculated potential distribution. The dynamic
electrical properties of the nodes of Ranvier were modeled
[31] according to the data from voltage-clamp experiments
on rabbit myelinated nerve fibers [32] and adapted to a
temperature of 37 C. All nodes of the fiber model were made
excitable.
Nerve fiber excitation depends on the distance between the
cathode and the nearest node of Ranvier. This distance consists
of two components: the distance between cathode and nerve
fiber in the -plane, and a component in the -direction
between the midplane of the cathode and the nearest
node of Ranvier. has a value between 0 and 0.5 ( is
the internodal distance). Threshold stimuli were defined as the
minimum current (or voltage) of a 60 s pulse to excite a
nerve fiber of given diameter and position.
3) Calculation of Recruitment Curves: Modeling results
are presented by two types of recruitment curves. Nerve
recruitment curves show the fraction of recruited nerve
fibers of a single diameter in a fascicle as a function of
stimulus amplitude. It was assumed that the distribution of
nerve fibers of the same diameter over the cross section
of a fascicle is uniform, since experimental data on this
distribution were not available. The distribution of -values
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TABLE II
NUMBER OF  MOTOR FIBERS INNERVATING THE EDL OF THE CAT [33];
WEIGHT FACTORS CALCULATED BY (1) AND NORMALIZED TO THE MAXIMUM
VALUE; FOR D THE CENTRAL VALUE OF EACH INTERVAL WAS USED; v = 6 D
was assumed to be uniform between 0 and 0.5 . Threshold
stimuli were calculated for nerve fibers positioned centrally in
each square element (in the -plane) inside the fascicle. For
ten equidistant values were chosen from 0.025 to 0.475 .
Recruitment at a certain stimulus amplitude was defined as
the fraction (between 0 and 1) of calculated thresholds being
lower than this stimulus amplitude. The stimulus amplitudes
( -axis of recruitment curves) were plotted on a logarithmic
scale. The slope of such a recruitment curve is dimensionless,
as is shown below. The slopes of two recruitment curves will
be identical when an increase of the stimulus amplitude by
some factor results in the same increase of recruitment for
both curves.
Force recruitment curves represent the weighted sum of a
number of nerve recruitment curves from several fiber diame-
ters (similar to experimental recruitment curves), normalized to
maximum force. The weight factors depended on the diameter
distribution of the motor nerve fibers and on the relation
between nerve fiber diameter and twitch force (or tetanic
force) of the corresponding motor unit. Boyd and Davey [33]
presented the diameter distribution of motor-fibers in several
muscles of the cat. The maximum tetanic force of a motor
unit was shown to be related to the conduction velocity
of the motor nerve fibers in several fast twitch muscles [34].
These experimental data can be approximated by the following
equation
constant (1)
The ratio of conduction velocity (m/s) and nerve fiber
diameter ( m) is approximately 6 [33]. Weight factors
for the EDL of the cat, based on these data, are shown
in Table II. Diameter distributions of motor nerve fibers of
common peroneal nerve and tibial nerve of the rat were not
available. Because simulations showed that the resulting force
recruitment curves are only slightly affected by small changes
of the diameter distribution, the weight factors of Table II were
used for all simulations presented.
4) Data Analysis: Several parameters were derived from
the recruitment curves. The amplitude is the stimulus am-
plitude at which 10% recruitment was attained. The parameter
was used because it is better defined than the threshold
stimulus. For the same reason the stimulus amplitude was
used instead of the amplitude where maximum recruitment was
attained. Assuming that fascicle 1 lies in the groove with the
active cathode and fascicle 2 is a fascicle in a neighboring
groove, crosstalk from the active cathode to fascicle 2 is
quantified by the parameter
(2)
where is the stimulus amplitude at which 90% recruit-
ment was attained in fascicle and is the stimulus
amplitude related to 10% recruitment in fascicle 2. If
the recruitment curves will overlap.
The slope at 50% recruitment was calculated by using
the least-squares method to fit the interval of the recruitment
curve between 40 and 60% recruitment (0.4 and 0.6 for a
normalized curve) to a linear approximation. So was
calculated by
(3)
This slope is dimensionless because normalized recruitment
in the numerator is dimensionless and log
in the denominator is dimensionless.
The (inverse) recruitment order was quantified by the pa-
rameter Ir
Ir (4)
where and are stimulus amplitudes at percent
recruitment for 9.5 and 15.5 m, respectively. Physi-
ological recruitment order would result in a negative value of
Ir Positive values, generally obtained in artificial stimulation,
indicate an inverse recruitment order. Although the parameter
Ir cannot be considered as an “absolute” measure of (inverse)
recruitment order, a lower positive value represents a less
pronounced inverse recruitment order than a higher value.
In artificial stimulation (inverse) recruitment order not only
depends on the diameters of the nerve fibers, but on the
positions of the nerve fibers and their nodes relative to
the cathode as well. Therefore, both Ir and Ir will be
calculated.
C. Animal Experiments
Multigroove devices with two grooves were used in acute
experiments on eight rats (Wistar, male, 3 months or older,
0.3–0.6 kg) under sodium pentobarbital anaesthesia (70 mg/kg
i.p., additional doses as required). The EDL and triceps surae
of the right hind limb were exposed and gently freed from
surrounding tissue. The regions of nerve and blood supply
were not encroached on. The distal tendons were cut and
connected to a multiforce transducer. The position of the femur
was fixed.
The sciatic nerve was gently exposed and split in a proximal
direction, starting at its bifurcation. The two branches or
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Fig. 3. Nerve recruitment curves, calculated for the large fascicle in the
model of Fig. 2(a), the nerve fiber diameter (D) increasing in steps of 1.0
from 9.5 to 15.5 m.
fascicles (further called tibial nerve and common peroneal
nerve) and their environment were moistened with Ringer
solution. Each branch was placed in a groove. Depending on
the caliber of the peroneal and tibial nerves, groove diameters
were 1.0 mm for the tibial nerve and 0.5 mm for the peroneal
nerve, or 1.2 and 0.8 mm, respectively. Groove length was 5
mm or 8 mm. The contact length ( -direction) was 500 m.
The contact width (in the -plane) was 300 m for the larger
groove and 150 m for the smaller one, unless mentioned
otherwise. A reference electrode was placed in the biceps
femoris muscle of the right hind limb, at a distance of about
2 cm from the multigroove electrode.
During the experiment the rat was lying on a heating
table. The exposed tissues were prevented sufficiently from
cooling down and from dessication by a warm water-saturated
airflow. Generally, the common peroneal nerve or the tibial
nerve was stimulated monopolarly, using cathodic monophasic
rectangular current pulses, having a pulsewidth of 60 s. The
time interval between stimulating pulses was at least 2 s. In
some stimulation series a groove with two contacts opposite
to one another was used. Each contact was fed by its own
current source, as shown in Fig. 2(c). The two sources had the
distant reference electrode in common. Monophasic, 60 s
rectangular current pulses were given simultaneously at both
contacts, cathodic for one contact and anodic for the other
one.
The twitch forces produced by the EDL (innervated by the
common peroneal nerve), and the triceps surae (composed of
gastrocnemius and soleus, and innervated by the tibial nerve)
were measured. Both twitch forces were recorded when either
the common peroneal nerve or the tibial nerve was stimulated.
Stimulus amplitude was varied and force recruitment curves
of EDL and triceps surae were composed.
In each experiment one or more stimulation series were
given and one or more sets of recruitment curves were
measured. In some experiments the sciatic nerve branches
were taken out of the grooves and most of the Ringer so-
lution was removed from their surface. Subsequently, they
were embedded in liquid paraffin and replaced in the (dried)
grooves. In this way two different conductivies could be
chosen for the layer between groove and fascicle, as in the
simulations. In some experiments multigroove electrodes with
different contact geometries were used. In this way a number
of stimulation series under different experimental conditions
could be executed on the same animal.
To be able to compare the slopes of experimental and
calculated recruitment curves, twitch forces were normalized
to the maximum twitch force and current scales were plot-
ted logarithmically. The parameters , and ,
defined in Section II-B4 for calculated recruitment curves,
were derived from the experimentally obtained curves as
well.
III. RESULTS
A. Monopolar Stimulation
Fig. 3 shows calculated nerve recruitment curves for fibers
of various diameters lying within the large fascicle in Fig. 2(a).
A layer of fibrous tissue was around the perineurium of the
fascicles (layer ). Monopolar stimulation (current source) was
provided by the contact at the bottom of the larger groove. A
high degree of overlap exists between the ranges of stimulus
amplitudes necessary to activate fibers of different sizes. The
slope varies from 3.5 (for m) to 4.7 (for
m). The force recruitment curve calculated from
these data and shown in Fig. 4(a), very much resembles the
calculated nerve recruitment curve for m. The
force recruitment curve calculated for the small fascicle, when
stimulation is provided by the contact at the bottom of the
smaller groove, is also shown in Fig. 4(a). Both curves in
Fig. 4(a) have a very small slope at low recruitment levels.
The calculated force recruitment curves shown in Fig. 4(b)
were obtained when the fibrous tissue layer was replaced by
a saline layer between contact and perineurium.
Parameters and , derived from the simulated
curves in Fig. 4(a)–(b), have been summarized in the upper
half of Table III. Stimulus amplitude has a lower value
for the small fascicle than for the large fascicle. Furthermore,
is smaller when the intermediate layer has a low
conductivity ( ( m) 1) than when this layer has a
high conductivity ( ( m) 1). The crosstalk parameter
exceeds one in all cases, which means that one fascicle is
stimulated selectively.
Two experimental force recruitment curves of one exper-
iment are shown in Fig. 4(c). The nerve and multigroove
electrode were surrounded by muscle tissue and Ringer solu-
tion. The mean values and standard deviations of and
are given in the lower part of Table III. They were obtained
from 12 recruitment curves (five animals) of the EDL, when
the peroneal nerve (smaller diameter) was stimulated, and from
11 recruitment curves (five animals) of the triceps surae when
the tibial nerve (larger diameter) was stimulated. The EDL
(common peroneal nerve) had a smaller than the triceps
surae (tibial nerve).
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(a)
(b)
(c)
Fig. 4. (a), (b) Force recruitment curves calculated for the large and small
fascicles in the model of Fig. 2(a), each stimulated by the contact in its
own groove; conductivity of the intermediate layer in a: 0.1 (
m) 1, in b:
2.0 (
m) 1. (c) Experimental (force) recruitment curves for EDL (common
peroneal nerve stimulation) and triceps surae (tibial nerve stimulation);
maximum force of each muscle normalized to one.
TABLE III
PARAMETERS DERIVED FROM CALCULATED AND EXPERIMENTAL
FORCE RECRUITMENT CURVES (MONOPOLAR STIMULATION)
TABLE IV
SLOPE S50 OF CALCULATED FORCE RECRUITMENT CURVES FOR
VARIOUS CATHODE DIMENSIONS (MONOPOLAR STIMULATION)
In the experiments crosstalk to the neighboring fascicle
usually arose only at high stimulus amplitudes. Crosstalk
from the peroneal nerve to the (larger) tibial nerve arose at
A . In other experiments crosstalk
did not occur in the stimulus range used. In all these cases
exceeded one. When the tibial nerve was stimulated, however,
threshold for the peroneal nerve was A
and had lower values, as in the simulation results.
To investigate experimentally the effect of reduced con-
ductivities of the surrounding medium and the intermediate
medium between fascicle and groove, the Ringer solution
was replaced by liquid paraffin around nerve and electrode,
except between contact and nerve (seven recruitment curves,
four animals). The mean values of and of the
measured recruitment curves are also shown in Table III. As
in the simulations and in the experiments with Ringer solution,
was lower for the (smaller) peroneal nerve than for the
(larger) tibial nerve. Threshold for crosstalk from peroneal
nerve to tibial nerve was A ,
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(a)
(b)
Fig. 5. (a) Force recruitment curves calculated for contacts of three different
widths, corresponding to 1, 2 and 3 in model of Fig. 2(b), and 0.8 mm length;
monopolar stimulation. (b) Force recruitment curves calculated for contacts
of different lengths (z-direction) and 0.7 mm wide (x; y-plane) in model of
Fig. 2(b); monopolar stimulation.
and in the reverse direction A .
Again, was smaller when the tibial nerve was stimulated
than at peroneal nerve stimulation.
B. Effect of Cathode Dimensions
The effect of cathode dimensions on the recruitment charac-
teristics of a fascicle was studied using the model of Fig. 2(b).
The intermediate layer was fibrous tissue and a voltage
source was used instead of a current source. Fig. 5(a) shows
calculated force recruitment curves for three contacts [shown
in Fig. 2(b)], having different dimensions in the -plane,
but each having a length of 0.8 mm ( -direction). The force
recruitment curves of Fig. 5(b) were calculated using a contact
width of 0.7 mm [contact 1 at the bottom of the groove in
Fig. 2(b)]. The length of the contact was varied from 0.4
to 1.6 mm. Simulations were also executed using a model
without a fibrous tissue layer between device and perineurium
(a) (b)
(c) (d)
Fig. 6. Parameter Ir for (inverse) recruitment order at 10% (Ir10) and 50%
(Ir50)recruitment level; monopolar stimulation; (a) and (b) fibrous tissue layer
in between contact and perineurium; (c) and (d) contact next to perineurium.
Bars in each figure correspond to different contact dimensions: three contact
widths and four contact lengths; bars in (a) and (b) correspond to recruitment
curves of Fig. 5(a)–(b).
(recruitment curves not shown). The fascicles in this model
had the same dimensions as in Fig. 2(b), but the grooves were
smaller.
The slopes of the calculated force recruitment curves
are given in Table IV. The slope of the recruitment curve
was large for the contact with a large width in the -plane.
Note also the small slope at low recruitment levels (Fig. 5).
Without a fibrous tissue layer in between the cathode and the
perineurium, the slopes of the recruitment curves were smaller
than with a fibrous tissue layer. When the length of the contact
( -direction) was varied, the slope of the recruitment curve
changed only by 10% [Fig. 5(b)].
To investigate whether (inverse) recruitment order depends
on the dimensions of the contact, values of the parameter Ir
at 10 and 50% recruitment were calculated (Fig. 6). Ir had
the lowest values at a low recruitment level when the cathode
was in direct contact with the perineurium [Ir – in
Fig. 6(c)], which means that inverse recruitment was not very
strong. Ir was larger when fibrous tissue was present between
cathode and perineurium. At low (10%) recruitment level Ir
decreased with decreasing contact area. However, Ir is almost
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independent of contact dimensions at a 50% recruitment level,
except that Ir decreased with increasing contact width in
Fig. 6(d).
C. Stimulation with Two Current Sources
In the model of Fig. 2(c) a fascicle was stimulated by a
cathode and an anode opposite to one another in the same
groove (0.5 mm contact width, 0.8 mm contact length).
The intermediate layer was given the conductivity of
fibrous tissue ( m) 1). The cathodal and anodal
currents were varied independently, while the surface of the
model represented the common, remote reference electrode.
Fig. 7(a)–(b) show the calculated force recruitment curves.
When the anodal current pulse had a fixed amplitude (20,
40 or 60 A), the slope ( , respectively)
was smaller than the slope for monopolar cathodal stimulation
(curve , as shown in Fig. 7(a). When the anodal
current was increased simultaneously with the cathodal
current , using the linear relation between and
shown in the inset of Fig. 7(b), a force recruitment curve
intersecting the curves of Fig. 7(a) was obtained. The slope
of this force recruitment curve was much smaller [
in Fig. 7(b)].
This aspect was investigated experimentally as well.
Fig. 7(c)–(d) show recruitment curves of the triceps surae
obtained by stimulation of the tibial nerve. The nerve and
multigroove electrode were surrounded by muscle tissue and
liquid paraffin, giving a low conductivity of the environment
as in the simulations of Fig. 7(a)–(b). For monopolar cathodal
stimulation the slope of the recruitment curve was eight
[Fig. 7(c)]. In the experiments the slope was larger when
two current sources were used with a fixed value of the
anodal current: and for and A,
respectively. The slope of the recruitment curve was much
smaller when the anodal current and the
cathodal current were increased simultaneously, according
to the linear relation between and shown in the
inset of Fig. 7(d). The recruitment curve and its slope
changed when another linear relation between and was
used. Five other sets of force recruitment curves measured
under various conditions (not shown) gave the same effect:
in comparison to experiments with a fixed value of , the
slope of the recruitment curve was strongly reduced when the
anodal current was increased linearly with the cathodal
current .
As shown in the experimental curves [Figs. 4(c), and
7(c)–(d)] the variation in twitch force was rather large
when stimulation was repeated with the same currents. The
standard deviation of twitch force, at a stimulus amplitude
corresponding to 50% force level, was about 0.07 N (100
measurements, maximum twitch force of the triceps surae was
2.2 N). The standard deviation was the same when stimulating
with one or two current sources.
IV. DISCUSSION
In this study we have shown that a nerve fascicle can
be stimulated selectively, without stimulating other fascicles
when using a multigroove electrode. Crosstalk to a neigh-
boring fascicle is not a problem, as can be concluded from
both simulations and experiments. The value of the crosstalk
parameter varied between two and ten in most experiments
and simulations. Crosstalk may occur from a large fascicle
being stimulated to a small neighboring fascicle.
The experiments were performed on EDL and triceps surae
muscles of the rat. The weight factors used for the calculation
of the force recruitment curves, however, were based on the
diameter distribution of motor nerve fibers innervating the
EDL of the cat. The diameter distribution of motor nerve
fibers innervating the triceps surae of the cat is not available
from literature. The results showed, however, that a force
recruitment curve closely resembles the nerve recruitment
curve of the nerve fiber diameter ( m), having
the largest weight factor. For the medial gastrocnemius of cat
[33] the largest weight factor is found for m,
but differences in and between the nerve recruitment
curves for and m were small (Fig. 3).
Therefore, the results will change only slightly when another
realistic motor nerve fiber diameter distribution is used to
calculate the weight factors and the force recruitment curves.
The threshold stimulus for the common peroneal nerve
(small fascicle) was lower than for the tibial nerve (large
fascicle) in both experiments and simulations. This difference
is probably related to the different cross sections of the
two nerves (and the correspondingly sized grooves). The
current density in the (smaller) common peroneal nerve and
its derivative along the nerve axis (the activating function
[35]) will be higher than in the tibial nerve when applying the
same stimulus current. Furthermore, the electrical impedance
of the perineurium around the common peroneal nerve is
lower than around the tibial nerve, because the thickness
of the perineurium is related to the diameter of the fascicle
[15]. These two aspects will cause the lower threshold for
stimulation of the common peroneal nerve. For the same
reasons threshold for crosstalk from the tibial nerve (large
fascicle) to the common peroneal nerve (small fascicle) was
lower (parameter smaller) than vice versa, as observed
in both experiments and simulations. Threshold stimulus is
also affected by the nerve fiber diameter distribution. The
medial gastrocnemius, which is a part of the triceps surae,
is innervated by nerve fibers with larger diameters than the
EDL [33]. An increase in fiber diameter of 1 m causes a
reduction in threshold stimulus of about 1 A (Fig. 3). This is
only a small effect (in opposite direction) as compared to the
difference in thresholds of tibial nerve and common peroneal
nerve.
The simulations predict that threshold stimuli decrease when
the saline layer between fascicle and groove is replaced by
fibrous tissue (Table III), the latter having a much lower
conductivity. This effect will be due to a reduced current
leakage from cathode to anode via this intermediate layer.
This (qualitative) model prediction is confirmed by experi-
mental results, where threshold stimuli decreased when the
well conducting Ringer solution in the groove was replaced
by nonconducting liquid paraffin (except at the extending
contacts). Although the thickness of the intermediate layer
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Fig. 7. (a) Force recruitment curves calculated with model of Fig. 2(c); monopolar cathodal stimulation (curve C) and stimulation with two current sources
[cf. Fig. 2(c)], the anodal current having a fixed value (20, 40, 60 A). (b) Calculated force recruitment curve for stimulation with two current sources, the
anodal current (Aa) being linearly related to the cathodal current (Ac) as shown in inset. (c) Experimental recruitment curves of triceps surae, the tibial nerve
being stimulated monopolarly (C), or using two current sources, the anodal current having a fixed value (20, 50 A). (d) Experimental recruitment curve
when stimulating with two current sources, anodal current (Aa) being linearly related to cathodal current (Ac) as shown in inset.
in the experiments is not known and the conductivities of
fibrous tissue and liquid paraffin surely are not the same,
it can be concluded that in order to keep stimulus currents
low, the amount of (conducting) medium between groove and
perineurium should be small.
The simulations also predict that the slope of the force
recruitment curve increases when the fibrous tissue layer is
replaced by well conducting saline (Table III). This is not
supported by the experimental results, however, which may
be due to the large standard deviations. The slope of the
recruitment curves is relevant with regard to an accurate force
control. A general problem in nerve stimulation by a cuff
electrode is the steepness of the slope of the recruitment curves
[7], [36]. The simulations (Table III) indicate that the smallest
slopes of recruitment curves, just like the lowest thresholds,
are obtained when the amount of conducting tissue between
contact and perineurium is small. This conclusion is supported
by the simulation data in Table IV.
Another advantage of only a small amount of tissue (or
a small distance) between contact and perineurium is a low
value of the parameter for inverse recruitment order at a low
recruitment level. The simulation results indicate that inverse
recruitment order becomes less pronounced when the distance
between contact and fascicle is reduced (Fig. 6). This is in
accordance with results by Veltink et al. [10], [16], [37], who
found mixed recruitment when intrafascicular electrodes, being
still closer to the nerve fibers, were used.
From the simulations (Table IV) it can be concluded that
a cathode with a small size in the -plane is preferable
to a large one, because the slope of the force recruitment
curve was smaller than for a wider cathode, especially at low
recruitment levels [Fig. 5(a)]. Unfortunately, this conclusion
was not confirmed by experiments using contacts of different
dimensions, because these experiments (not shown) had large
standard deviations. Another advantage of a small contact
is that at low recruitment levels inverse recruitment was
less pronounced for a small contact than for a larger one
(Fig. 6). Furthermore, complementary halves of a fascicle can
be recruited separately by two contacts at opposite sides of
the fascicle, using monopolar cathodal stimulation [25]. It
may thus be possible to reduce muscle fatigue by stimulating
the two halves alternately, similar to caroussel stimulation
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[8]. Selective stimulation of subpopulations within a single
fascicle and reduced fatigue can also be achieved when using
intrafascicular electrodes [11], [38].
Stimulation by a cathode and an anode, opposite to each
other and driven by two current sources, offers the possibility
to reduce the slope of the recruitment curve considerably. The
slope was large when the fascicle was stimulated monopolarly
by a cathode, or when the variable cathodal current was
combined with a fixed anodal current. Sweeney et al. [17]
found, in their nerve trunk model, a slight decrease of the slope
of the recruitment curve when a “steering” anode was used
in addition to monopolar cathodal stimulation. However, a
much smaller slope can be obtained when anodal and cathodal
currents are varied simultaneously [Fig. 7(b), (d)], providing
the right (linear) relation between anodal and cathodal current
is selected. These results are in accordance with those obtained
with a multipolar nerve cuff electrode [19]. The method
presented here is less complicated, however, because it is not
necessary to worry about fascicle selectivity. The small slope
of the recruitment curve may be favorable for an accurate
force control. However, twitch force is not highly reproducible
(standard deviation about 7%). A better result may be obtained
when the fascicle is stimulated by a pulse sequence generating
a tetanic force. A drawback of the method may be that higher
stimulus currents are needed than in monopolar cathodal
stimulation, especially at high recruitment levels.
When applying the multigroove electrode, the external
epineurium has to be opened and the epineurial tissue
between the fascicles has to be dissected, while leaving
the perineurium around the fascicles intact. This is a well-
established microsurgical technique in nerve repair [39].
Longitudinal incisions in the epineurial tissue should be
made carefully under a microscope, respecting the intraneural
longitudinal microvasculature. Some injury can be tolerated,
due to the numerous anastomoses and a quick revascularization
[15], [40]. Elongation of the nerve, as enabled by its elasticity
and ability to glide in the surrounding tissue, should be limited
to the normal in-situ range (a few percent of the nerve length)
[41]. In intradural sacral anterior root stimulation for bladder
control (the Brindley method) it is common practice to split
the posterior and anterior roots [24]. The latter (usually being
a single fascicle) are placed in the “books” and the bladder
can be stimulated during many years, indicating that nerve
injury is not a serious problem under these conditions. In
chronic applications of the multigroove electrode the grooves
have to be closed to prevent the fascicles from slipping out.
This should be done in a way that does not lead to nerve
injury, e.g., similarly as for the Brindley book electrode [23],
leaving sufficient open space under the cover for fibrous tissue
growth. In order to minimize mechanical irritation, resulting
in excessive fibrous tissue growth, the grooves should have a
smooth surface. Therefore, the contacts should be embedded
in the silicone rubber.
Although from a functional point of view the multigroove
electrode is a potentially appropriate device for applications
in multichannel FES systems, it has to be tested for possible
nerve damage under chronic conditions and the design has to
be optimized for chronic use.
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